et MKTTT

For Research Use

TalaRa

Gla-type Osteocalcin EIA Kit

Product Manual

v201209Da



Cat. #MK111 TaKaHa
Gla-type Osteocalcin EIA Kit v201209Da

Table of contents

L INETOAUCTION ettt ssss s s sssssssssssssssssssssssasens 3
[ INTENAEA USE ceoeeeeeieeicreiiesssisessssisesssssssessssssssessssssssessssssnssssens 3
I PHNCIPIE oottt ses s saess e s s sasssesssanens 4
V. Kit COMPONENTS....uiieetereeieeie sttt sasssss s sass s sassssssessansanns 4
V.o PrECAUTIONS ottt ssssessssesssssessssesssssesssssssssessssssssas 5
VI.  Specimen collection and handling ........ccorceereonnrrcsenricsesreensiseneens 6
VII.  Preparation Of SOIUtIONS ...t ssassssesessens 6
VIII. - Stability Of SOIUTIONS ... ssesesssisssssssssssssssssssssessssssssssssssssens 6
IX.  PrOCEAUNE .ot ssss s ssss s ssssssssssssssssssss 7
X RESUI ettt ssise s ssss b sbssssssssses s esss s ssens 7
XI.  Performance CharaCteristiCS......mmmmreresimmssssessssssssssessssssssssee 8
X, Experimental @XamMpPle ... seessssesses 9
XIll. Storage and Stability ... 16
XIV.  RETEIENCE ..ottt essssssssssssssssssssssssessssssssssssssssssses 16
XV.  ProtOCOl SUMMAIY .....rveenrceeereseessssssssssssssssssssssssssssssssssssssssssssssssssssnesess 16

TAKARA Blo |NC URL:http://www.takara-bio.com



Cat. #MK111 TaKaHa
Gla-type Osteocalcin EIA Kit v201209Da

l. Introduction

Osteocalcin (OQ), also known as bone y -carboxylglutamic acid protein, is a vitamin
K-dependent Ca2+-binding protein of molecular weight 5,900. It carries three
carboxylated glutamic acid residues (Gla) at positions 17, 21, and 24 (1) which are
known to mediate strong binding of OC to hydroxyapatite. OC constitutes about

15% of the non-collagenous bone matrix proteins and is produced exclusively in
osteoblasts and its dental counterpart, the odontoblast (2). Because of this tissue-
specific expression, the level of OC could be considered as an indicator of the overall
activity of cells operating in bone formation. Thus it could be suggested that when
there is increased bone formation, the serum OC concentration will also be increased
(3). Indeed, in clinical studies there is indication that aberrant levels of circulating OC
reflect the occurrence of bone diseases (4 - 8).

Measurements of OC in serum samples are usually performed by competition
immunoassays (4), however, these methods cannot distinguish between carboxylated
and decarboxylated types of OC. The Gla-OC EIA Kit utilizes a novel set of monoclonal
antibodies highly reactive to the carboxylated-type of osteocalcin (Gla-OC) and less
reactive to the decarboxylated form, thus enabling a selective quantification of Gla-
OC in biological fluids (9). The vitamin K-dependent calcium-binding properties

of plasma proteins are usually dependent on the Gla residues. Calcium binding is
generally necessary for biological activities such as activation of the blood coagulation
cascade. In OC, the Gla residues are indeed necessary for the formation of a high
affinity mineral-protein complex. Thus, it is likely that Gla-OC is the active form, and
that measurements of Gla-OC by this EIA system may provide better leads of clinical
information than do the conventional assays that cannot differentiate between active
and inactive forms of OC.

Il. Intended use

The Gla-type Osteocalcin EIA Kit is an in vitro enzyme immunoassay (EIA) kit for
quantitative determination of human Gla-OC in serum, cultured cell extracts, cell
culture supernatants, and other biological fluids.

This kit is for research use only. It is not for use in diagnostic or therapeutic procedures.
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IV.

Principle

The Gla-OC EIA Kit is a solid phase EIA based on a sandwich method that utilizes two mouse
monoclonal anti-Gla-OC antibodies to detect Gla-OC by two-step procedure. One of the
mouse monoclonal anti-Gla-OC is immobilized onto the microtiter plate and blocked
against non-specific binding. Samples and standards are incubated in the microtiter plate.
The second step is to wash the plate and add the second anti-OC labelled with peroxidase
(POD). During this incubation, Gla-OC is bound to anti-Gla-OC (solid phase) on one side
and tagged on the other by POD-anti-OC. The reaction between POD and substrate (H202
and tetramethylbenzidine) results in colour development with intensities proportional

to the amount of Gla-OC present in samples and standards. The amount of Gla-OC can

be quantitated by measuring the absorbance using an EIA plate reader. Accurate sample
concentrations of Gla-OC can be determined by comparing their specific absorbances with
those obtained for the standards plotted on a standard curve.
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E

v, 7 i
U= VAR =Y

;rgg\b%%il;zed sandwich complex

Kit components

Each Gla-OC EIA Kit includes reagents sufficient for 96 wells. The expiration date for
the complete kit is stated on the outer box label and the recommended storage
temperature is 2 - 8°C.

(1) Antibody Coated Microtiterplate-1 plate (8 well x 12 strips)
The plate coated with murine monoclonal antibody to Gla-OC.

(2)  Antibody-POD Conjugate-1 vial (for 11 ml)
The vial contains lyophilized horseradish peroxidase (POD) conjugated murine
monoclonal antibody to OC. Avoid prolonged exposure to light.

(3) Standard-1 vial (16 ng; for 1 ml)
Gla Osteocalcin-Full length Peptide (lyophilized)

(4) Sample Diluent-2 vials (11 ml x 2)
Each vial contains protein in a buffered solution. Use for Zero standard, and for
dilution of the Standard (3) and samples which are above the calibration curve.

(5) Substrate Solution-1 vial (12 ml)
Each vial contains hydrogen peroxide and tetramethylbenzidine in a buffered
solution.
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[ Materials required but not provided ]

1. Reagents

+ Washing Buffer: Phosphate-buffered Saline (PBS) (Dissolve 8.0 grams of NaCl,
0.2 grams of KCl, 2.9 grams of Na2HPO4 12H20 and 0.2 grams of KH2PO4 in
1,000 ml of distilled water.)

« Stop Solution : Stop Solution in Wash and Stop Solution for ELISA without
Sulfuric Acid (Cat. #MKO021) is used directly.
Alternatively, TN H2SO4 can also be used for Stop Solution.

2. Materials

« Precision pipettes with disposable tips : 20 and 100 u| micropipettes,
10-200 uladjustable multiwell pipetter or 100 u | multiwell pipetter

« Beakers, flasks, cylinders necessary for preparation of reagents

+ Disposable pipettes and test tubes

+ Microtiter plate reader for measurement of absorbance at 450 nm
+ Graph paper

V. Precautions

+ Do not mix reagents from different kit lots.
+ Do not use reagents beyond expiration date on label.

+ In order to avoid reagent contamination, use disposable pipette tips and/or
pipettes.-Sodium azide inactivates POD. Solutions containing sodium azide should
not be used in this assay.

+ Do not expose Substrate Solution to strong light during storage or incubation. Avoid
contact of Substrate Solution and Stop Solution with skin or mucous membranes.
If these reagents come into contact with skin, wash thoroughly with water. Do
not pipette by mouth. Do not smoke, eat, or drink in area where specimens or kit
reagents are handled. All blood fluids should be considered as potentially infectious.

- Avoid contact of Substrate Solution and Stop Solution with any metal surfaces.
Disposable glassware or test tubes are recommended for handling the Substrate
Solution. If non-disposable is used, it must be acid washed and thoroughly rinsed
with distilled, deionized water.

+ Do not use the Substrate Solution if its colour is changed to thick blue.
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VI. Specimen collection and handling

- Serum is suitable for use in the assay, however, plasma, cell culture supernatant or
cell extract can also be used.

- Serum is recommended for use in the assay in the case of blood sample.
- EDTA plasma is not suitable for use in the assay.

+ The antibody used in this kit cross react with bovine, canine, rabbit, sheep, goat
and monkey Gla-OC. The measurement may be disturbed when it is performed
with samples that includes animal serum (Ex. Fetal Bovine Serum (FBS)). It is
recommended to perform the measurement with the kit under serum-free
condition.

In case of using human derived cell culture supernatant or cell extract containing
bovine serum, Human Gla-Osteocalcin High Sensitive EIA Kit (Cat #MK128) is
recommended for this purpose.

-+ Samples may be stored up to 12 hours at 2 - 10°C. If the length of time between
sample collection and assay is to exceed 12 hours, samples should be stored frozen
under -20°C. Excessive freeze-thaw cycles should be avoided.

+ In case of using serum or plasma, dilute the samples by 2 - 3 folds with Sample
Diluent (4) before the assay.

VII. Preparation of solutions

Note : The following solutions should be prepared just before use.

Solution 1. Antibody-POD Conjugate Solution Dissolve the contents of (2) in 11 ml
distilled water and mix gently followed by 10 minutes slowly rolling or
occasional mixing, avoiding foam formation.

Solution 2. Standard Solution Rehydrate Standard (3) with 1 ml distilled water. Slowly
roll for approximately 10 minutes or let vials to stand and sporadically
mix gently.

The Standard Solution contains 16 ng Gla-OC/ml. Prepare a dilution series
of 8,4,2,1,0.5,0.25 ng/ml by diluting the Standard Solution with Sample
Diluent.

VIII. Stability of solutions
Solution 1. The reconstituted lyophilisate is stable for 1 week at 4°C and for 1 month
when stored at -20°C. Do not repeat freeze-thaw cycles.

Solution 2. The reconstituted lyophilisate is stable for 1 month when stored at -20°C.
Do not repeat freeze-thaw cycles.
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IX. Procedure

Double determinations of all samples and standards should be performed.

All of the Kit's content should be brought to room temperature before use.

For thorough mixing, the microtiter plate can be gently agitated on a plate mixer or
by mixing the plate sporadically by hand.

[ Enzyme immunoassay ]

1. Sample incubation : Pipette 100 u|each sample and standard (Solution 2) into
each well. All sample should be dispensed into wells of the microtiter plate
within 5 minutes. Mix, seal the microtiter plate (e.g. with a foil) and incubate
2 hours at room temperature (20 - 30°C). Do not incubate sample at 37°C. When
sample is incubated at 37°C, antigen would be denaturalized (proteolysis).

2. Remove sample solution and wash the wells 3 times with ca. 400 u | of PBS.
Between the separate washing steps, empty out the microtiter plate and
vigorously tap onto paper towel, especially after the last washing.

3. Antibody-POD conjugate incubation : Pipette 100 ul of Antibody-POD
Conjugate Solution (Solution 1) into each well, mix, seal the microtiter plate (e.g.
with a foil) and incubate 1 hour at room temperature (20 - 30°C).

4. Remove the solution and wash the wells 4 times as described above (It is
especially important after this step to thoroughly empty out the remaining fluid
before adding the substrate).

5. Substrate incubation : Add 100 u | Substrate Solution (5) into each well and
incubate at room temperature (20 - 30°C) for 15 minutes.

6. Add 100 ul Stop Solution into each well in same order as for substrate. Tap
plate gently to mix.

7. Measure the absorbance at 450 nm with a plate reader. The absorbance should
be read as soon as possible after the completion of the assay. It may be read
up to 1 hour after addition of Stop Solution if wells are protected from light at
room temperature. Use a well of water as reference in the absorbance.

Note: It isimportant that Stop Solution is added to wells prior to reading at
450 nm. Addition of Stop Solution causes an increase in absorbance of
the Substrate Solution and shift in absorbance spectrum.

X. Results

1. Standard curve
+ Record the absorbance at 450 nm for each standard well.
+ Average the duplicate values and record the averages.
+ Plot the absorbance (vertical axis) versus the Gla-OC concentration in ng/ml
(horizontal axis) for the standards.

2.Samples
+ Record the absorbance at 450 nm for each sample well.
+ Average the duplicate values and record the averages.
- Locate the average absorbance value on the vertical axis and follow a horizontal
line intersecting the standard curve. At the point of intersection, read the Gla-OC
concentration (ng/ml) from the horizontal axis.
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Xl.  Performance characteristics

1.
2.

Range of standard curve : 0.5 - 16 ng/ml

Specificity :

This kit specifically measures Gla-OC with no detectable cross reaction with

the decarboxylated OC. This kit can be also used to measure bovine, canine,
rabbit, goat, sheep, and monkey Gla-OC, but not to measure mouse Gla-OC. The
application of this kit for quantitating Gla-OC from other sources has not been
tested.

3. Assay duration : Three and a half hours after sample incubation

. Total assay capacity : 96 assay

5. Assay capacity for test samples :

If all assay wells (including standards and test samples) are run in duplicate, 40 test
samples can be run in duplicate per kit.

. Test specimen type:

Serum, plasma, culture supernatants, cell extracts (Refer to “Specimen collection
and handling”, page 4.)

. Specimen volume required :

If each test sample is run in duplicate, approximately 220 ul (i.e,, 100 ul per assay
well plus ~10 ulfor each sample transfer) is required. It is necessary to dilute
blood sample containing high level Gla-OC about twice or three times.

. Limitation:

Since conditions may vary from assay to assay, a standard curve must be
established for every run. Since cross contamination between reagents will
invalidate the test, disposable pipette tips should be used.

Thorough washing of the wells between incubations is required :
1) Completely empty out the remaining fluid from the well before
dispensing fresh wash solution.
2) Use sufficient wash solution for each wash cycle (approximately 400 ul).
3) Do not allow wells to sit uncovered for extended periods between
incubation steps.

Only samples with absorbance values falling within the range of the standard
curve should be assigned a Gla-OC concentration from the curve.

. Notes:

According to the assay results using control serum, it could be possible to
determine the concentration of antigen present in a biological. However, the
measurement may be potentially disturbed by the unknown organic factors in
serum samples in patients with specific diseases. Similarly, a specimen obtained
from an apparent healthy subject might also be interrupted. When an antigen level
in an unknown organic specimen is observed to be elevated as compared to the
calibration range of the standard curve, it is recommended to dilute the specimens
properly with the dilution solution included in the kit and assay them again in
another run.
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Xll. Experimental example

1. Standard curve

Standard Curve

2.5
2_
g2 15
g
’I_
0.5
O- T T
0.1 1 10 100
Conc
4-PFity=(A-D)/(1+ (x/C)B)+D: A B C D R2
0.0905 132 1.7 4.45 1
Gla-OC (ng/ml) | 16.00 | 8.00 | 4.00 | 2.00 | 1.00 | 0.50 | 0.25 | 0.00
A4s0 2713117591 0916 | 0.481 | 0.277 | 0.173 [ 0.117 | 0.088

2. Intra-assay precision (n = 16)
Assay was carried out with 16 replicates of 3 samples containing different

concentration of Gla-OC.

Ave. (ng/ml) S.D. (ng/ml) CV (%)
Sample A 12.00 0.40 33
Sample B 1.48 0.04 3.0
Sample C 0.60 0.03 4.8

Inter-assay precision (performance 3 times) Assay to assay precision with one
laboratory was evaluated in three independent experiments.

Ave. (ng/ml) S.D. (ng/ml) CV (%)
Sample A 12.10 0.12 1.0
Sample B 1.49 0.01 0.7
Sample C 0.62 0.02 24

URL:http://www.takara-bio.com
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3.Recovery test

The recovery of Gla-OC was tested by adding two samples. (unit : ng/ml)

Sample A Sample B A-+B Measured | A+B Calculated Recovery (%)
11.10 0.00 5.40 5.55 97
11.10 11.10 11.10 11.10 100
11.10 541 843 8.25 102
11.10 2.28 7.08 6.69 106
11.10 1.09 6.30 6.09 103
11.10 0.68 5.63 5.89 96

541 0.00 247 2.70 91
541 541 541 541 100
541 2.28 3.97 3.84 103
541 1.09 3.07 3.25 94
541 0.68 2.67 3.04 88
2.28 0.00 1.11 1.14 97
2.28 2.28 2.50 2.28 110
2.28 1.09 1.65 1.68 98
2.28 0.68 1.41 1.48 95
1.09 0.00 0.64 0.55 17
1.09 1.09 1.11 1.09 102
1.09 0.68 0.86 0.89 97
0.68 0.00 0.50 0.34 148
0.68 0.68 0.65 0.68 95

4. Epitope of the antibodies of this kit.

The first antibody : near osteocalcin, 17 position, y -carboxylglutamic acid
Labeled antibody : osteocalcin, 4-9 amino acid residue

Intact Osteocalcin | [P 17 ...21..24 49
Fragment Osteocalcin = T .o 17 210 28 43

The above two forms having 17 position Gla residue will be detected in this ELISA.

M TAKARA BIO INC. URL:http://www.takara-bio.com



Cat. #MK111 TaKaHa
Gla-type Osteocalcin EIA Kit v201209Da

5. Effect of hydroxyapatite treatment on serum Gla-OC value
By treatment with hydroxyapatite, OC that binds to bone (active form) will
be absorbed with hydroxyapatite. Active form of OC was recovered from
hydroxyapatite by eluting with phosphate buffer solution. This ELISA system is
useful for detection of active form of OC.

(unit: ng/ml)
HAP treated Gla-OC eluted with
sl o, S ClEr Ot serum Gla-OC phosphate buffer
1 0.469 0.091 0.946
2 0.563 0.000 0.950
3 0.407 0.410 1.332
4 0.955 0.451 2.118
5 2.973 0.000 3.299
6 0.320 0.000 0.810
7 0.330 0.174 0.628
8 1.451 0.255 2.527
9 10.160 0.299 9.336
10 1.636 0.000 2.231
11 20.000 0.000 14.860
12 1.592 0.000 2.331
13 0.265 0.000 0.432
14 0.247 0.306 0.805
15 1.810 0.000 2.363
16 3.459 0.000 5.102
17 1.784 0.000 3.058
18 1.236 0.000 1.609
19 0.524 0.000 0.655
20 0.215 0.000 0.373
21 3.027 0.000 3.590
22 0.181 0.000 0.364
23 0.724 0.000 0.691
24 0.095 0.000 0.287
25 0.554 0.000 0.614
26 0.200 0.000 0.369
27 0.990 0.237 1.614
28 0.113 0.000 0.301
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6. Correlation of citrate plasma and serum value of Gla-OC
Gla-OC level in serum shows a tendency to be lower level than in citrate plasma.
Normal value of GlaOC

Normal Value of Gla-OC
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serum citrate plasma

average 4.806 ng/ml 8.933 ng/ml

S.D. 3.052 ng/ml 3.896 ng/ml

n =35 (age average 29)

7. Dilution curves of human and rabbit serum samples

@ Gla-OC dilution curve of normal human serum
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Gla-OC conc. (ng/ml)

@ Gla-OC dilution curve of normal rabbit serum
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8. Change of rabbit serum Gla-OC value in aging
Rabbit (Japan White) serum samples were collected at intervals of one week from
9 weeks to 28 weeks. Following aging, serum Gla-OC was decrease remarkably.

Alteration of serum Gla-OC

50
0 Rabbit No.449
— & RabbitNo.450
407 —O— Rabbit No.45]1
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Rabbit age (weeks)
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9. Influence of coexistence
The volume ratio of sample to co-existing substance is 4:1. Co-existing substance
is shown in its final concentration.
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Gla-OC (ng/ml)

Gla-OC (ng/ml)

125

125 7

"’ U\D\D/E'\D

7.5 7]

0 25 5 75 10 125

Heparin (mg/ml)

125
10 E

7.5

0 10 20 30 40

Citrate 2Na (mg/ml)

o _]/El_/ﬁl/cl/l:I
L

7.5 7

0 5 10 15 20 25

Human Hemoglobin (mg/ml)

Gla-OC (ng/ml)

Gla-OC (ng/ml)

Gla-OC (ng/ml)

125
10t
757
5
257
0 : . r .
0 5 10 15 20 25
EDTA 4Na (mg/ml)
125
0 {]\D’”_D\Er/ﬂ
75
5
25
0 T T T T
0 1 2 3 4 5
Human IgG (mg/ml)
125
10
75%
5
25
0 r r r r
0 25 5 75 10 125

L-ascorbic acid (mg/ml)

£ TAKARA BIO INC.

URL:http://www.takara-bio.com



Cat. #MK111 TaKaHa
Gla-type Osteocalcin EIA Kit v201209Da

125 125 7
JOU__D\D__D\U 10 'j/r—rﬂ—”
e | E |
%, 75 S 75
< £
- o -
9] 5 5
e p
& ©
O 251 Y s+
0 T T T T 0 T T T T
0 025 05 075 1 125 0 1 2 3 4 5
Human Fibrinogen (mg/ml) Human Albumin (mg/ml)
125 125
101 107
E = T o——=
> 757 > 757
£ =
v
S s 3 s
© i}
G [G)
257 25
0 T T T : 0 T T r :
0 25 5 75 10 125 0 05 1 15 2 25
Calcium Chloride (mg/ml) Bilirubin (mg/ml)

10. Correlation with the former kit (Cat. #MKO011)
Correlation of O-phenylenediamine (OPD) to 3, 3', 5, 5'-tetramethylbenzidine
(TMBZ) in Gla-type Osteocalcin EIA in using them as the substrate.

17.5 A

y = 0.997X + 0.098

1221 r = 0.994

7.5 4

OPD (ng/ml)

2.5 4
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XIll. Storage and stability

This kit is shipped at 4°C and should be stored at 4°C if not used. Under this condition,
the kit is stable until the expiration date on label.
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XV. Protocol summary
1.Add 100 ul of Standard or sample to appropriate wells, and incubate 2 hours at
room temperature (20 - 30°C).
2.Remove sample solution and wash the wells 3 times with 400 u | of PBS.

3.Add 100 ! of Antibody-POD conjugate solution into wells and incubate at room
temperature for 1 hour.

4, Aspirate solution from wells. Wash 4 times with 400 u | of PBS per wells, aspirating
thoroughly between washes.

5.Add 100 ul of Substrate Solution to each well. Incubate 15 minutes at room
temperature.

6.Add 100 ul of Stop Solution to all wells. Mix gently.
7.Read at 450 nm as soon as possible.

NOTE : This product is for research use only. It is not intended for use in therapeutic or diagnos-
tic procedures for humans or animals. Also, do not use this product as food, cosmetic, or
household item, etc.

Takara products may not be resold or transferred, modified for resale or transfer, or used
to manufacture commercial products without written approval from TAKARA BIO INC.

If you require licenses for other use, please contact us by phone at +81 77 543 7247 or
from our website at www.takara-bio.com.

Your use of this product is also subject to compliance with any applicable licensing
requirements described on the product web page. It is your responsibility to review,
understand and adhere to any restrictions imposed by such statements.

All trademarks are the property of their respective owners. Certain trademarks may not be
registered in all jurisdictions.
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